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Neutrinoless double beta decay
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(A,Z)→ (A,Z+ 2) + 2e− +��2ν̄e
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• Extremely rare process (T1/2 > 1024 y), if occurs at all.

• Detect the two decay electrons and sum the energy.

• 0νββ⇔ Etotal=Q-value
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Sensitivity to rare decay events

Sensitivity to Rare events

Half life sensitivity ∝ η · �
�

M·t
b·δE
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Pursuit of rare decay events with bolometers
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Outline

• Single bolometer module
I Principles and characteristics
I Resolution and noise

• Bolometer arrays
I Cuoricino
I Anti-Coincidence cut; self-shielding
I Background level

• Road to CUORE
I TTT; CCVR; CUORE-0
I Cryostat; Calibration system

• Next generation bolometer R&D
I Scintillating bolometers
I Bolometers with ionization.
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A large mass bolometer module

• Measuring the energy through a
corresponding temperature rise.

• Tiny temperature rise read out by a
thermistor.

• Back to base temperature via the
thermal coupling to heat sink.

• Small phonon excitation energy;
excellent intrinsic energy resolution.

• Large absorber mass⇒ large heat
capacity⇒ large time constant

T =
C

G
∝ m
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Crystal – the absorber

• Material choice:

c(T) = cr(T) +���ce(T)

• High Debye temperature, small
specific heat capacity

cr(T) =
12

5
π4kBNA

(
T

ΘD

)3

• Large crystals desired but still cost
effective to grow.

• Survives the heat cycling.√
TeO2 × Te

CUORICINO/CUORE TeO2 crystal

• 5x5x5 cm3, 750g

• had 3x3x6; tried 6x6x6

• Cr = 2.3× 10−3T3 J/K
I ∆T=0.1 mK/MeV at 10mK

• for 0νββ: radiopure
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Neutron Transmutation Doped (NTD) Germanium

• Phonon induced tunneling
(hopping) between impurity sites.

• Variable range hopping to match
phonon energy at low temperature:

ρ = ρ0e
√
T0/T

34 Experimental search for double beta decay
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Figure 2.6: Representation of the hopping conduction mechanism

dR

R
= A

dT

T
. (2.15)

Typical values of A are of the order of 10 for ST and roughly 100 for TES. TES
are made of semiconducting films operating close to the critical temperature. Besides
having a much higher sensitivity compared to ST, these devices are intrinsically fast,
and are able to detect athermal phonons. However given the physical principle on
which TES are based, their sensitivity is limited to a sharp temperature range.

In the following the attention will be focused on semiconductor thermistors, as
CUORICINO and CUORE use this kind of devices. ST are semiconductors containing a
doping concentration slightly below the metal-insulator transition (MIT) [55].

In a doped semiconductor the conduction is dominated at su!ciently low temper-
ature (! 10K) by the migration of charge carriers between impurity sites. If the
doping concentration is high enough, the wave functions of the external electrons of
neighbor impurity sites overlap. In this situation the electrons are not localized and
the conduction occurs without using the conduction band (hopping mechanism). As
schematically depicted in fig. 2.6, this e"ect is due to quantum-mechanical tunneling
through the potential barrier that separates the two dopant sites and is activated by
phonons.

At even lower temperature, the energy of the phonons that are responsible for the
conduction mechanism is low, and charge carriers migrate also on spatially far impurity
sites with free energy levels that are close to the Fermi energy. In this conduction
regime, called variable range hopping [56] (VRH), the concentration of minority charge
carriers plays a crucial role, as it determines the density of the states in the vicinity
of the Fermi level. In the VRH conduction regime the resistivity of the sensor has a
steep dependence on the temperature:

Controlled, homogeneous neutron doping
70Ge+ n→71 Ge→71 Ga, Acceptor
74Ge+ n→75 Ge→75 As, Donor
76Ge+ n→77 Ge→77 Se, DoubleDonor
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CUORE Thermistors

• ρ = ρ0e
√
T0/T ; ρ0, T0 determined by dosage.

• For standard CUORE thermistors, 3× 3× 1 mm3

size, R0 ∼ 1Ω, T0 ∼ 3K

• 100 MΩ at 10 mK.
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Copper Frame and Teflon Holders
Copper Frame:

• Heat bath

• Major background source

Teflon holders

• The weak thermal link

• Reduce vibration noise

92 The CUORE experiment

provide better reproducibility in the thermal contacts and thus a more uniform response
of di!erent detectors.

Figure 5.6: Mechanical structure of the CUORE tower. On the left picture a single floor is shown together
with the di!erent shapes of the Teflon support used to hold the crystals. The right side picture shows how
the multiple floors composing one CUORE tower will be assembled together.

In order to avoid material recontaminations, all the assembling procedures will be
performed in a nitrogen fluxed environment and using custom designed glove boxes that
will allow to avoid any direct contact with the detector materials. For this purpose a
dedicated clean room is being built within the CUORE hut, as well as a clean area to
store the materials in the time between their arrival at the LNGS and the assembly of
the towers. Because of the big number of crystals that will have to be assembled, great
care was also taken to define a procedure as much error-free as possible. It will involve
not only the construction of the single towers but also all the movimentations that will
take place from the the beginning of the assembly to the mounting of the completed
towers into the cryogenic apparatus.

5.5 Background Reduction for Cuore

It was discussed in chapter 3 that the main contributions to the CUORICINO back-
ground in the 0!"" region are produced by 232Th contaminations in the cryostat ra-
diation shields and by surface contaminations in the crystals and in the copper used
for the mechanical structure of the tower. While the background coming from 232Th
is rather understood and will be easily reduced by the 6 cm thick lead layer that will
be positioned outside the 600 mK radiation shield, the contaminations in crystal and
copper surfaces have a less clear signature and represent the main obstacle towards the

MiDBD CUORICINO CCVR
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Gluing
5.4 From the single module to the CUORE array 91

0.05 mm 0.7 mm 

Thermistor 
NTD−Ge 

Epoxy 
Araldite 

(TeO 2 ) 
Absorber 

Figure 5.4: Sensor gluing on the TeO2 crystals. The glue is deposited on the sensor in nine separate
spots in order to avoid excessive stress caused by di!erential thermal contractions between the crystals,
the NTD and the glue itself.

faster and more reliable wiring. Such thermistors, called Flat-pack NTDs, are currently
undergoing cryogenic performance tests.

Gold wires

3 mm 3 mm
1 mm

Gold wires

2.2 mm 3 mm

0.6 mm

Figure 5.5: Di!erent position of golden pads in the CUORICINO-like (left) and flat-pack (right) NTD
thermistors. In contrast to the CUORICINO case, the flat pack option allows to bond golden wires for
detector readout when the thermistors are already glued on the crystals.

In CUORICINO each group of four crystals was hold together by a pair of copper
frames, and this single module was replicated as many times as the number of floors
in the whole tower. As shown in fig. 5.6, in the new design the same copper frame will
serve both as a top frame for a given floor and as a bottom frame for the following
one. This simple modification not only facilitates the assembling procedure, but also
guarantees a reduction of about 50% in the amount of copper needed for the mechanical
structure: as discussed in sec. 3.8 copper contaminations are responsible for one of the
most important contributions to the CUORICINO background.

Other improvements in the mechanical structure of the tower are related to a mod-
ification in the shape of the Teflon supports used to hold the crystals. Compared to
CUORICINO, in the new design the vertical dimension of the supports has been in-
creased to compensate the di!erential thermal contractions between the crystals and
the copper structure, and the contact surface with the crystals has been increased to
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Thermal Model
1.3 Bolometers: the thermal model 13
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Figure 1.6 - Power fluxes between each element of the bolometer of 3 thermal stages. A priori,
the direction of the thermal fluxes are unknown, but it is not necessary once an assumption is
established.

which can be written explicitly by using (1.17) as a function of the three un-
known temperatures Te, Ta, Tr ad of the parameters g0 and ! of each thermal
conductance. The parasitic power Pf and the heat bath temperature are treated
as known constants.

The system that we obtain is unfortunately strongly non linear. Infact power
law terms are present in the equations. An exponential term is also present in
the equation for the electron part of the thermistors due to R(Te). For this
reason, we decided to solve numerically the system (1.18). We underline that
the interest is focused in finding the temperature Te from which we can calculate
the thermistors resistance with (1.8). This is infact the quantity that is measured
experimentally for di!erent biasing values.

1.3.5 Dynamic behavior

Static detector conditions are the necessary starting point for the analysis of
its dynamical behavior. We are facing the problem of determining the time
evolution of the temperatures of the system in figure 1.6 after the instantaneous
injection of an energy E in the absorber at t = 0.

It is easier and meaningful to try to solve this problem for the simplest
possible thermal network i.e. a bolometer with total (absorber + sensor) heat
capacity C linked to a thermal bath at temperature T0 by means of a thermal
conductance G. Let’s also assume we can treat C and G as costants (no temper-
ature dependence). On the bolometer we will also inject a costant power P (e.g.
due to the biasing of the sensor). From the previous section it is straightforward
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Temperature Rise
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Bias Circuit and Electrothermal Feedback

• Programmable bias voltage and
load resistance.

• RL � Rth, constant current bias⇒
Electrothermal feedback.

• Optimum point (with max S/N) is
close to maximum signal pulse
height point.
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Data Acquisition System

• High accuracy M series digitizer
from NI

• 18-bit, 500kS/s

• Fiber-optic for electrical isolation
from PXI crate to PC.
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• 125 Hz sampling rate

• 5s pulse window, 1s pre-trigger

• Continuos data also recorded for
offline triggering
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Calibration

232Th source:

• 3 days every month

• 2615 keV γ

Radio-impurity

• 210Po: α; 40K: γ

Reference Si heater:

• One pulse per 5 min

• Negligible heat capacity

• Constant R over T

• Programmable pulser in FEE
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Noise Contributions

• Intrinsic
I Thermodynamic limit: for phonon energy ε = kBT ,

∆E =
√
N · ε =

√
C(T) · T
ε

· ε =
√
kBC(T)T 2 ∼ 10eV

I Resistor’s Johnson noise due to the fluctuations of charge carriers:

∆V2 = 4kBTR⇒∼ 300eV

• Extrinsic
I Vibrations
I Microphonics
I Pre-Amp noise
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Energy resolutions
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• Working T, thermistor, working
point⇒ pulse height

• Thermal links⇒ pulse shape

• Vibrations⇒ noise

• CCVR (best): 3keV FWHM at 5.4MeV

• CUORICINO: long term stability.

• CUORE aims for 5 keV at ROI.
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Rejecting spurious pulses

• Number of pulses

• Baseline slope

• Decay time

• Max points position

multiple event pile-up

pile-up with a non-particle event Spike (possibly decay in thermistor)

Ke Han, Berkeley Lab 19 / 36



Rejecting bad intervals

• Can correct for (small) baseline drift.

• But not for baseline noise: dead
time of the measurement

• Noisy intervals tagged in database.
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Cuoricino – little CUORE

• March 2003 to May 2008

• 44 ( 11 ×4 ) 5x5x5 cm3, 790 g TeO2,
natural I.A. of 34% of 130Te.

• 18 ( 2 ×9 ) 3x3x6 cm3, 330 g TeO2.
From MiDBD.

I Two enriched to 75% of 130Te (I.A.)
I Two enriched to 82% of 128Te (I.A.)

• Totally 40.7 kg of TeO2, including 11 kg
of 130Te.

• Total exposure 19.8 kg·y.
• Average energy resolution 8 keV at

Qββ = 2527 keV
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LNGS Underground Facility

• Laboratori Nazionali del Gran
Sasso

• Horizontal access through A24
highway tunnel

• Average depth: ∼3650 m.w.e.
Muon Flux: (2.58±0.3)x10−8

per(s cm2)

• Three experimental halls.
Cuoricino/CUORE at Hall A;
CUORE R&D work (e.g. CCVR)
in Hall C.
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Cuoricino background
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• (10±5)%: α from surface contamination
of crystals

Total BG: 0.17± 0.01 cts/(keV kg y)
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Anti-Coincidence cuts – benefits of array

• Anti-coincidence cut (100 ms) window
rejects α from crystal surfaces.

• In the ROI, the reduction is about 20%.

• Does not work for α from copper

• The array does self-shield some surfaces
from copper

Ke Han, Berkeley Lab 24 / 36



Cuts and cut efficiencies

a β may escape
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Figure 6.4: Example of a heater pulse from a noisy time interval in Fig. 6.3. Dis-
tortions superimposed on the normal pulse shape impede accurate measurements
of the pulse amplitude and the pre-pulse baseline level. Such deterioration of
pulses lowers the signal efficiency since it can cause the reconstructed energy of
0νββ decay events to fall outside of the expected peak location.

pulse degraded due to noise
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Figure 5: Typical scatter plot of the OFT (deviation of filtered raw signal from
the average detector response) as a function of the signal’s evaluated energy.
The main trend identifies “good” events. Pile-up and non-physical pulses are
outside the confidence regions (identified by the colored vertical bars). At low
energy, there is a high density distribution of events for OFT values between
10−2 and 10−1; these events are due to electric disturbances.

Table 2: Contributions to the CUORICINO 0νββ signal efficiency.

Source Signal efficiency (%)

Energy escape 87.4±1.1 (big crystals)
84.2±1.4 (small crystals)

Pulse-shape cuts 98.5±0.3
Anti-coincidence cut 99.3±0.1

Noise 99.1±0.1
Pile-up with reference pulses 97.7

Total 82.8±1.1 (big crystals)
79.7±1.4 (small crystals)

energy of the signal (mainly due to noise and pile-up). Their
contributions to the total signal efficiency are summarized in
table 2.

Physical efficiency: the 0νββ signature is a sharp peak cen-
tered at the transition energy (Q-value) of the decay. The peak
is produced by 0νββ decays fully contained within the source
crystal. The containment probability was evaluated using a
Geant4-based Monte Carlo simulation that takes into account
all the possible energy escape mechanisms (i.e. electrons, X-
rays or bremsstrahlung photons escaping from the source crys-
tals). Since the escape probability depends on the crystal geom-
etry, the efficiency is slightly different for the big and the small
crystals (see table 2).

Instrumental efficiency: this is the product of the pulse-
shape cut, anti-coincidence and excess noise efficiencies. To
evaluate the efficiency of the pulse shape cut, the background

photopeak at 2615 keV due to 208Tl was used as a proxy for
the 0νββ peak. The 2615 keV peak was chosen because of its
proximity to the 0νββ energy and its relatively high intensity. In
principle, an ideal pulse-shape cut should leave the main peak
untouched and should only reduce the flat background. The
area of the peak can then be computed in terms of the the total
number of signal events (Nsig), the signal efficiency (�PS ), the
total number of background events (Nbkg) and the background
efficiency (�bkg). A simultaneous fit was done on both the spec-
tra of accepted and rejected events. The area of the peak in the
accepted events spectrum is given by �PS × Nsig, while for the
rejected events it is (1 − �PS ) × Nsig. Similarly, the background
yield for the accepted events is �bkg × Nbkg, and the background
yield for the rejected events is (1 − �bkg) × Nbkg. By including
�PS directly in the parametrization of the fit, correlations among
the fit parameters are automatically taken into account when the
error on �PS is calculated. The result is �PS = (98.5 ± 0.3)%,
and �bkg = (64 ± 2)%. The pulse shape cut is clearly very pow-
erful, rejecting approximately 36% of the events in the contin-
uum background while retaining 98.5% of the signal events in
the peak. The events discarded in this region are mainly pile-up
with real or spurious signals.

To estimate the efficiency of the anti-coincidence cut, we
used the same procedure but considered the only available high
intensity peak that is produced by a nuclear decay with no de-
tectable coincidence radiation. This is the 1460 keV gamma
line emitted in 40K electron capture (the only coincident radia-
tion, a 3 keV X-ray, is far below our threshold). Since events
in this photopeak are single hits, their reduction after an anti-
coincidence cut can be ascribed only to random coincidences.

The last source of inefficiency is the loss of 0νββ events due
to excess noise which can distort the pulse shape and introduce
an error in the reconstructed energy. If such an error is greater
than the resolution, the event can be considered as lost in the
continuum background. In order to estimate this efficiency we
compare the number of reference pulses generated during the
measurements (the signals used for the gain instability correc-
tion, see section 3) with the number actually measured in the
correct energy range.

6. 0νββ analysis

The definition of the energy window used to fit the 0νββ spec-
trum, the hypothesis assumed for the background shape and the
number of free parameters used to describe the background it-
self are extremely important for the choice of the analysis pro-
cedure and for the determination of its systematics. The choice
of the energy window is somewhat arbitrary, but it influences
the background representation. If the energy window is too
wide (compared to the signal FWHM) a very precise knowl-
edge of the background shape is necessary. Obviously there
is also a minimum width necessary to be able to evaluate the
background level beyond the 0νββ peak. In our case, there is
a background line near the 0νββ energy, at ∼2505 keV, due to
60Co (sum of the two photons emitted in cascade by 60Co de-
cay), which should also be included in the window. Given these
considerations, our final choice for the fit window is 2474–2580

6
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Cuoricino results

No peak found
Γ0νbest = −0.25± 1.44(stat)± 0.3(syst))× 10−25 y−1

τ0ν1/2 > 2.8× 1024 y at 90% C.L.
arXiv:1012.3266
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CUORE

• Cryogenic Underground Observatory for
Rare Events

• 988 TeO2 crystals, 19× 13× 4; 204 kg 130Te
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CUORE – Background reduction

• Three Tower Test (TTT)
I Bolometric test to compare and validate the copper

shielding cleaning procedures.
I Run in hall A Cuoricino cryostat
I Comparable γ bg at Qββ, ×3 reduction for α at 3 to

4 MeV when comparing to Cuoricino
I Baseline cleaning confirmed: plasma cleaning

• Minimize copper frame material facing crystals

• Detector assembly in clean room and anti-radon box

• Target at 0.05 counts/(kg keV y) – CUORE-0 test.

Factoring in:

• New radiopure cryostat

• Anti-coincidence and self-shielding

• Target at 0.01 counts/(kg keV y) for CUORE.
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CUORE – Energy resolution

• CUORE Crystal Validation Runs

• Six done, about one month each run

• Validate the radio-purity and
bolometric performance of the
crystals.

• CUORE-like copper frame and
teflon holders

• Test bed for thermistors,
temperature dependence, etc.

• Extremely encouraging results at
low temperature. (CUORE: 10 mK)

92 The CUORE experiment

provide better reproducibility in the thermal contacts and thus a more uniform response
of di!erent detectors.

Figure 5.6: Mechanical structure of the CUORE tower. On the left picture a single floor is shown together
with the di!erent shapes of the Teflon support used to hold the crystals. The right side picture shows how
the multiple floors composing one CUORE tower will be assembled together.

In order to avoid material recontaminations, all the assembling procedures will be
performed in a nitrogen fluxed environment and using custom designed glove boxes that
will allow to avoid any direct contact with the detector materials. For this purpose a
dedicated clean room is being built within the CUORE hut, as well as a clean area to
store the materials in the time between their arrival at the LNGS and the assembly of
the towers. Because of the big number of crystals that will have to be assembled, great
care was also taken to define a procedure as much error-free as possible. It will involve
not only the construction of the single towers but also all the movimentations that will
take place from the the beginning of the assembly to the mounting of the completed
towers into the cryogenic apparatus.

5.5 Background Reduction for Cuore

It was discussed in chapter 3 that the main contributions to the CUORICINO back-
ground in the 0!"" region are produced by 232Th contaminations in the cryostat ra-
diation shields and by surface contaminations in the crystals and in the copper used
for the mechanical structure of the tower. While the background coming from 232Th
is rather understood and will be easily reduced by the 6 cm thick lead layer that will
be positioned outside the 600 mK radiation shield, the contaminations in crystal and
copper surfaces have a less clear signature and represent the main obstacle towards the
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CUORE engineering – Cryostat

• 10 mK baseline temperature
I 750 kg of crystal
I ∼20 tons at various T

• Low background
I Customized cryostat built with

radio-pure materials
I Roman lead from ancient

shipwreck, <4mBq/kg 210Pb

• Vibrations
I Separated suspension for the

crystal towers and DR.

• Minimal maintenance and dead
time

I Cryogen free DR

300K 

40K 

4K 

600mK 

50mK 

10mK 

Suspension 

Dilution 
Unit 

Pulse 
Tubes 

Roman 
Lead 

~6 tons 

CUORE 
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CUORE engineering – Calibration system

• Even illumination on each crystal
I 6 strings in between towers
I 6 strings around

• 4 motion boxes with 3 motors each to
lower sources

I ∼800 cycles during CUORE live time

• Adhere to heat load requirements
(Critical to duty cycle)

I Cooling power through contact with
guide tubes not sufficient

I Dedicated thermalization mechanism
at 4K

I Minimize friction

Ke Han, Berkeley Lab 31 / 36



CUORE engineering – Calibration system
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• Even illumination on each crystal
I 6 strings in between towers
I 6 strings around

• 4 motion boxes with 3 motors each to
lower sources

I ∼800 cycles during CUORE live time

• Adhere to heat load requirements
(Critical to duty cycle)

I Cooling power through contact with
guide tubes not sufficient

I Dedicated thermalization mechanism
at 4K

I Minimize friction
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CUORE engineering – Software (example)
I
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CUORE engineering – Software (example)
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• Automated working point finder

• WP info stored in DB

• Multiple WP’s possible

X1000

• CUORE Online/Offline Run Check

• Better way to visualize

• Automated noisy period finder
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Future

Sensitivity to Rare events

Half life sensitivity ∝ η · �
�

M·t
b·δE

Ke Han, Berkeley Lab 3 / 24

Isotopic  
abundance 

Detecting 
efficiency 

Background 
rate 

Detector 
mass 

Measuring 
time 

Energy 
resolution 

×1 ×1 ×19 ×1/17 ×1/1.6 ×2.5

When comparing CUORE to Cuoricino.

• Overall, ∼40× more sensitivity. τ0ν1/2 ∼ 1026 y

• Expect to see CUORE data taking in 2013.
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Bolometer R&D – New DR at 75 LeConte

• TRITON400 from Oxford
Instruments

• Cryogen free dilution
refrigerator

• 10 mK base temperature.

• Cooling power of 400 µW at
100 mK.

• Fast cooling down in <24h

• 240 mm x 240 mm sample
space

• Ultra-low vibration

• Semi-portable: underground lab

Ke Han, Berkeley Lab 34 / 36



New material and new readout schemes

Scintillating Bolometer
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Even Ionization, like CDMS

SLAC,  Dec. 17, 2009
Jodi Cooley, SMU, CDMS Collaboration

Peeling the Shielding Onion

Active Muon Veto:  
rejects events from cosmic rays

27

Polyethyene:  moderate 

neutrons produced from fission 
decays and from (!,n) interactions 
resulting from U/Th decays

Pb: shielding from gammas 

resulting from radioactivity

Low Activity Lead
Polyethylene

!-metal (with copper inside)

Ancient lead

40 cm

22.5 cm

10 cm

Cu:  shielding from gammas

@ 40 mK!!

Phonon Sensors

CDMS II ZIP detector
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